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ABSTRACT 


The  instrument  described  is  used  to  assess  the  state  of  health  of 
separators  in  nickel/cadmium  aircraft  batteries  and  thus  to  permit  removal 
from  service  of  those  cells  which  may  be  expected  to  fail  catastrophically 
in  the  near  future.  Twenty  channels  are  provided  to  permit  simultaneous 
observation  of  all  cells  in  a complete  battery.  Each  channel  measures  the 
rate  of  emission  of  gas  from  one  cell  during  overcharge  by  means  of  the  pressure 
build  up  in  a chamber  from  which  the  gas  escapes  via  a suitable  orifice. 
Construction,  calibration  and  cleaning  are  discussed. 


RESUME 


L ' appareil  designe  sert a evaluer  l'etat  des  separateurs  des 
accumulateurs  nickel/cadmium  d'aeronef  et  sert  de  cette  fagon  a eliminer  les 
accutnulateurs  susceptibles  de  provoquer  ulterieurement  une  defaillance  majeure 
de  la  batterie.  Vingt  canaux  permettent  d 'observer  simultanement  tous  les 
accumulateurs  d'une  batterie.  Chaque  canal  permet  d'evaluer  le  degagement 
gazeux  d'un  accumulateur  lors  d'une  surcharge  a l'aide  de  la  pression  formee 
dans  une  chambre  de  laquelle  s'echappe  le  gaz  par  un  orifice  approprie.  Sa 
construction,  son  etalonnage  ot  son  nettoyage  sont  discutes. 
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INTRODUCTION 


The  separator  material  between  the  positive  and  negative  plates  of 
nickel/cadmium  aircraft  batteries  performs  several  critical  functions.  Two 
of  these  are  of  concern  he'.'e.  One  function  is  to  prevent  oxygen,  generated 
during  overcharge  at  the  positive  plate,  from  reaching  the  negative  plate. 

The  other  function  is  to  prevent  migrating  metal  from  forming  short  circuiting 
bridges  between  the  plates. 

Partial  failure  in  either  or  both  of  these  functions  permits 
undesirable  reactions  to  occur.  Ultimately  catastrophic  failure  may  follow. 
Failure  conditions  usually  build  up  slowly  and  may  therefore  be  detected 
during  maintenance  procedures  before  the  danger  point  is  reached.  It  has 
been  found  that  separator  deterioration  leading  to  both  types  of  failure  can 
be  detected  in  early  stages  by  observing  the  gassing  characteristics  of 
individual  cells  during  overcharge  and  on  recharge  after  post-charge  periods 
of  open  circuit  stand  (1). 

To  facilitate  making  the  above  observations  the  multichannel 
gassing-rate  meter  described  in  this  paper  was  developed  at  the  Defence 
Research  Establishment  Ottawa.  It  may  be  used  to  observe  when  each  of  the 
cells  in  a battery  start  to  gas  and  subsequently  to  measure  the  rate  of 
gassing.  In  the  latter  use,  the  arrangement  facilitates  intercomparison 
of  the  cells  at  a glance. 

This  paper  gives  the  principles  used  and  details  of  construction  of 
the  meter  as  built  at  DREO.  It  should  be  recognized  that  many  of  these  details 
are  somewhat  arbitrary  and  are  presented  for  illustrative  purposes.  Due  to 
the  nature  of  the  environment  to  be  expected  in  nickel/cadmium  battery  shops, 
materials  used  should  be  resistant  to  attack  by  potassium  hydroxide,  should 
not  be  inflamable,  and  should  be  reasonably  robust. 

A provisional  parts  list  based  on  the  laboratory  model  and  given 
for  preliminary  planning  purposes  is  given  in  Appendix  I. 
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GENERAL  DESIGN 


Since  the  nickel/cadmium  batteries  normally  used  in  the  Canadian 
Forces'  aircraft  contain  19  cells  each,  the  gassing  rate  meter  provides 
separate  channels  for  each,  plus  one  spare  channel  for  a total  of  20.  The 
indicators  are  manometers  arranged  adjacent  to  each  other.  This  provides 
ease  in  comparing  the  gassing  rates  of  the  various  cells  with  each  other, 
and  perhaps  with  a "standard"  which  may  be  connected  to  the  20th  channel. 

A photograph  of  the  unit  is  shown  in  Figure  1. 

Each  channel  is  composed  of  cell  attachment  fittings,  a filter 
chamber,  an  orifice,  a manometer,  and  interconnecting  tubing.  These  details 
may  be  seen  in  the  photograph  of  a single  channel  assembly  shown  in  Figure  2. 
In  use,  the  cell  attachments  are  substituted  for  the  vent  cap  normally 
covering  the  cell.  Gas  emitted  by  the  cell  passes  through  the  tubing  and  is 
released  near  the  bottom  of  the  glass  bead  filter.  After  passing  upward 
through  the  filter  it  escapes  through  the  double  orifice  provided  by  the 
hypodermic  needles  which  project  through  the  rubber  stopper  at  the  top  end 
of  the  filter  chamber.  Because  of  the  restricted  orifice,  gas  pressure 
builds  up  in  the  chamber  in  direct  proportion  to  the  rate  of  gas  emission 
from  the  cell.*  Tubing  connects  the  chamber  to  the  manometer  so  that  the 
latter  indicates  the  pressure  in  the  chamber.  A calibration  scale  relates 
the  pressure  to  the  gassing  rate  of  the  cell.  For  convenience,  the  readings 
are  made  using  only  one  leg  of  the  manometer. 
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They  are  convenient  to  attach  and  remove  with  normal  vent  cap  keys,  and 
include  safety  vents  to  avoid  excessive  pressure  build  up  in  the  cell  in  the 
event  of  an  accidental  blockage  in  the  system.  They  are  made  by  modifying 
normal  vent  caps  to  accept  "Nalgene  Quick  Disconnects"  (Fisher  catalogue 
number  15-315A). 

Construction  procedure  is  as  follows.  Normal  cell  vent  caps  are 
modified  by  removing  the  vent  plugs.  The  resulting  holes  are  then  enlarged 
to  l..  inch.  The  upper  3/4  of  this  hole  is  further  enlarged  to  11/32  inch. 

The  smaller  section  of  the  connect-disconnect  is  inserted  into  the  hole  and 
is  epoxied  into  place.* 

The  mating  part  of  the  quick-disconnect  is  modified  to  provide  the 
safety  valve  desired  for  protection  in  case  the  gas  escape  path  becomes 
blocked.  A #53  drill  is  used  to  make  two  holes  through  the  connector  body 
as  shown  in  Figure  3.  Any  burrs  around  the  holes  are  carefully  removed. 

Then  a rubber  sleeve  (3/32  inch  wall,  11/16  OD  Amber  natural  rubber  tubing 
about  5/8  inch  long)  is  slipped  over  the  connector  to  cover  the  drilled  holes. 
The  holes  are  positioned  so  they  will  not  be  blocked  when  the  connectors  are 
engaged,  but  will  not  be  located  too  close  to  the  edge  of  the  rubber  sleeve. 

After  assembly,  the  above  combination  is  tested  (see  Figure  4)  to 
ensure  that  no  gas  leakage  takes  place  below  a pressure  of  approximately 
4 psi,  but  that  the  safety  valve  releases  between  about  4 psi  and  10  psi. 


FILTER  CHAMBER  AND  ORIFICE 


The  components  in  the  filter  chamber  are  shown  in  Figure  5.  The 
chamber  consists  of  a lucite  tube  with  1/16  inch  wall  thickness  and  one  inch 
outer-diameter.  It  is  about  eight  inches  long.  The  ends  are  closed  with  #4 
rubber  stoppers.  The  cylinder  is  mounted  vertically  and  the  bottom  five  or 
six  inches  are  filled  with  three  millimeter  diameter  glass  beads  to  act  as 
a filter. 


The  top  stopper  is  penetrated  by  two  hypodermic  needles  and  two 
lucite  tubes.  Holes  for  the  lucite  tubes  can  be  made  with  cork  borers.  One 
of  the  tubes  reaches  to  within  about  1/2  inch  of  the  bottom  stopper  and  serves 
as  the  gas  inlet.  The  other  tube  reaches  only  a fraction  of  an  inch  below 
the  top  stopper  and  is  connected  to  the  manometer  to  permit  measurement  of 
the  pressure  developed  in  the  chamber.  Both  tubes  are  made  of  1/16  inch 
wall  thickness  Lucite  and  have  1/4  inch  outer  diameters. 

The  hypodermic  needles  are  identified  as  "local  anesthesia  needles 
(45  LNR)  22  gauge  x 2 1/2  inches".  They  serve  as  a double  orifice  through 
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* The  use  of  epoxy  in  the  connector  is  not  entirely  satisfactory  since 
It  does  not  bond  to  the  disconnects.  However,  the  joint  is  usually 
gas  proof  at  the  pressures  encountered  in  this  application. 
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Fig.  5:  Filter  Chamber  Components 

(a)  If  4 rubber  stoppers 

(b)  1 inch  Luoite  tube,  8 in.  long 
(a)  1/4  inch  Luoite  tube,  9 in.  long 
(d)  1/4  inch  Luoite  tube,  3 in.  long 

(c)  22  gauge  hypodermic  needles,  2 1/2  in.  long 
(f)  3 mm  glass  beads 
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which  the  filtered  gas  escapes  and  therefore  determine  the  sensitivity  of  the 
system.  A fully  charged  cell,  with  perfect  separator  and  being  charged  at 
20  amperes,  produces  gas  at  a rate  sufficient  to  give  pressure  of  approx- 
imated’ 0.46  psi  in  the  chamber. 

The  hypodermic  needles  may  be  inserted  by  merely  forcing  them 
through  the  stopper.  However,  this  procedure  requires  great  care  to  avoid 
bending  the  needles.  A more  satisfactory  method  is  to  first  insert  a more 
robust  (17  gauge)  needle  in  the  opposite  direction.  The  required  needle  is 
then  inserted  into  the  pointed  end  of  the  large  needle.  The  latter  is  with- 
drawn, leaving  the  desired  needle  in  place. 

It  was  found  that  the  hypodermic  needles  were  not  exactly  identical 
causing  variations  in  sensitivity  from  channel  to  channel  (some  obvious 
variations  in  needle  length  were  observed)  . Procedures  for  minimizing  these 
variations  are  given  in  the  section  on  calibration. 


MANOMETERS 


The  manometers  are  made  of  lucite  tubes  having  1/16  inch  wall 
thickness  and  1/4  inch  inner  diameter  (smaller  diameter  tubes  give  trouble 
due  to  capillary  effects  and  bubble  entrapment).  Details  of  the  shape  and 
dimensions  are  given  in  Figure  6.  The  lucite  tube  may  readily  be  heated  and 
bent  but  precautions  are  necessary  to  prevent  the  heated  tube  from  collapsing 
and  to  avoid  development  of  strains  in  the  bends.  The  latter  may  result  in 
cracks  either  soon  after  cooling  or  after  intervals  of  up  to  several  months. 

One  convenient  method  to  prevent  collapse  at  the  bend  is  to  fill 
the  tube  with  table  salt  and  stopper  the  ends,  before  heating  and  bending. 

Bends  made  by  the  following  procedures  were  crack  resistant:  A jig  consisting 

of  a slotted  1/2  inch  board  with  rounded  corners  in  the  slot  and  with  short 
side  guides  as  shown  in  Figure  7 is  used  to  aid  in  making  uniform  bends.  The 
salt  filled  tube  of  proper  length  is  rotated  over  the  jig  by  one  person  while 
another  heats  the  tube  at  the  desired  location  by  use  of  a heat  gun  (such  as 
is  used  for  shrinking  shrinkable  sleeving).  When  the  tube  is  heated  suffi- 
ciently it  softens  to  the  point  where  it  is  unable  to  support  the  weight  of 
the  extended  end.  Heating  is  then  discontinued  and  the  tube  is  bent  over  the 
slot  in  the  jig.  It  is  held  in  position  and  allowed  to  cool  slowly  until 
rigid.  The  bend  is  then  annealed  by  insertion  into  boiling  water  for  about 
5 minutes.  To  prevent  any  change  in  the  bend  during  this  treatment  the  U is 
clamped  suitably.  After  the  heating  the  tubes  are  allowed  to  cool  slowly  to 
room  temperature. 

The  length  of  the  manometer  as  shown  in  Figure  6,  when  used  with 
the  fluid  described  below  and  with  the  chamber  orifice  described  above,  is 
suitable  for  measuring  gas  flow  rates  expected  when  cells  are  charged  at 
currents  not  exceeding  about  35A. 

The  fluid  used  in  the  manometers  is  made  up  of  one  part  water  to 
four  parts  of  glycerin.  This  mixture  was  chosen  because  it  is  not  inflammable 
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has  the  right  viscosity  for  this  application  (i.e.  it  is  neither  too  sluggish 
nor  too  "splashy")  and  does  not  evaporate  rapidly.  In  addition  dyes  are  used 
to  colour  the  fluid  different  colours,  making  adjacent  groups  of  four  the 
same  colour.  This  is  done  to  aid  the  operator  in  correlating  manometer 
reading  with  cell  number.  Small  quantities  of  gauge  oil  are  added  to  the 
surface  of  the  main  fluid  in  both  legs  of  each  manometer  to  still  further 
reduce  the  water  evaporation.  (Gauge  oil  is  inflammable  therefore  only  small 
quantities  of  it  are  used) . Specific  gravity  of  the  glycerine  water  mixture 
is  approximately  1.2. 

The  fluid  may  be  made  up  as  follows  (quantities  are  suitable  for 
one  20  channel  unit) : 

Mix  200  ml  of  Glycerin  with  50  ml  of  distilled  water. 

Divide  this  mixture  into  two  equal  portions.  To  one 
of  these  add  0.5  ml  of  Shirriff  orange  food  coloring 
or  equivalent  and  stir  until  uniform  color  is  obtained 
throughout  the  mixture.  Similarly , add  0.5  ml  of 
Salada  Green  food  coloring  or  equivalent  to  the  second 
portion. 

Sliding  markers  are  clipped  on  the  manometers  to  permit  rapid 
marking  of  readings,  to  permit  observation  of  trends  etc.  The  markers  are 
made  by  cutting  1/4  inch  lengths  of  5/16  inch  0D,  1/16  inch  wall  thickness, 
high  density  polyethylene  tubing.  Each  is  opened  by  a longitudinal  cut. 

It  is  convenient  to  insert  the  fluid  into  the  manometers  by  use  of 
a syringe  with  an  attached  length  of  tubing.  The  tubing  is  inserted  to  the 
bottom  of  the  manometer  and  is  withdrawn  as  the  fluid  is  injected.  This 
avoids  the  trapping  of  bubbles  and  wetting  the  upper  parts  of  the  tubes. 


INTERCONNECTIONS 


Gas  tight  connections  between  the  cell  attachment  fitting  and  the 
filter  chamber  and  between  the  manometer  and  the  filter  chamber  are  made  by 
means  of  Tygon  1/4  inch  ID,  3/8  inch  OD  tubing.  A slight  problem  is  encount- 
ered in  that  the  manometer  outside  diameter  is  larger  than  the  inside  diameter 
of  the  tubing.  This  is  solved  by  heating  the  end  of  the  tubing  for  about  a 
minute  in  boiling  water  and  stretching  it  slightly  by  inserting  long  nosed 
pliers  and  opening  them  sufficiently.  The  tubing  may  then  be  forced  on  the 
manometer  tube  and  a good  seal  results.  Connections  to  the  small  tubes  in 
the  filter  chamber  are  easily  made  but  are  frequently  not  gas  tight.  These 
connections  are  therefore  improved  by  tying  lacing  tape  tightly  around  them. 
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THE  STRUCTURE 


The  structure  carries  all  of  the  parts  of  the  separator  condition 
meter  except  the  modified  vent  caps.  It  is  made  of  lucite  to  give  resistance 
to  attack  by  electrolyte  and  to  render  various  parts  of  the  system  visible 
for  easy  inspection.  The  basic  dimensions  are  shown  in  Figure  8. 

The  front  part  of  the  structure  is  provided  with  a recessed  portion 
to  permit  the  insertion  and  removal  of  calibration  charts  mounted  on  a suitable 
panel.  This  facilitates  use  of  appropriate  calibrations  for  different  charging 
rates  as  well  as  observation  of  the  back  leg  of  the  manometer  tubes  if 
necessary . 


The  back  panel  is  made  detachable  to  facilitate  the  removal  of 
individual  filter  chambers  should  this  become  necessary,  as,  for  example,  to 
clean  the  filter  beads  (if  the  tubing  connecting  the  filter  chamber  to  the 
manometer  is  long  enough,  the  chamber  may  be  lifted  out  without  removing  the 
back  of  the  structure) . 


CALIBRATION 


The  term  "calibration"  is  used  here  to  imply  two  separate  activities. 
One  is  the  fine  adjustment  of  sensitivity  of  the  channels  to  get  more  or  less 
uniform  response  from  channel  to  channel.  The  other  is  to  produce  one  or  more 
scales  against  which  to  read  the  manometers  in  terms  of  percentage  of  theoret- 
ical maximum  gassing-rate. 

Since  the  sensitivity  xs  determined  by  the  hypodermic  needle 
orifice,  if  the  needles  were  completely  uniform  no  differences  should  appear 
between  channels.  However,  differences  sufficiently  large  to  attract  attention 
sometimes  do  occur.  These  differences  may  be  minimized  by  taking  advantage 
of  the  double  needle  arrangement.  A constant  gas  rate  source  such  as  the 
reference  gas  cell*  is  operated  to  give  a gassing  rate  in  the  vicinity  of  full 
scale.  This  is  connected  to  each  channel  in  turn  and  the  manometer  height  is 
marked  with  the  markers.  Channels  giving  obviously  low  readings  are  checked 
for  leakages  at  the  various  joints. 

After  any  leaking  joints  are  repaired,  these  channels  are  tested 
again  and  the  manometer  levels  are  marked.  Obviously  high  channels,  if  any, 
are  then  checked  for  needles  with  obstructions  (wires  for  cleaning  are  norm- 
ally supplied  with  the  needles). 

* A cell  similar  to  the  nickel /cadmium  vented  cell  except  that  all  of 
plates  consist  of  sheets  of  stainless  steel. 
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If  some  channels  now  give  higher  and  lower  levels  than  the  majority, 
the  deviations  are  minimized  as  follows.  The  gassing  rate  from  the  source  is 
adjusted  to  about  one-half  its  previous  value.  Needles  in  the  offending 
channels  are  then  blocked  off,  one  at  a time,  and  the  resulting  manometer 
readings  are  noted  and  recorded  if  necessary.  This  makes  it  possible  to  list 
needles  which  give  high  readings  and  needles  which  give  low  readings.  Single 
needles  are  then  switched  between  channels  to  alter  the  sensitivity  in  the 
desired  direction  (for  instance  if  it  is  found  that  one  channel  has  two 
needles  which  both  tend  to  give  high  readings,  one  of  these  is  exchanged  with 
a needle  from  a channel  where  both  needles  tended  to  give  low  readings). 
Occasionally  a needle  must  be  discarded  and  a new  one  used  in  its  place. 

Construction  of  a reading  scale  is  fairly  simple  if  the  reference 
gas  cell  or  other  source  of  known  gas  flow  is  available.  A suitable  sheet 
of  paper  or  other  material  (supported  on  cardboard  etc.  if  necessary)  is 
slipped  into  the  recess  behind  the  front  legs  of  the  manometers  (see  section 
on  "The  Structure") . One  channel  is  connected  to  the  gas  flow  source  flowing 
at  the  rate  selected  as  the  100%  base  (assumed  to  be  16  A in  the  unit  described 
here).  The  manometer  level  attained  is  marked  on  the  scale.  The  material 
may  then  be  removed  from  the  structure  and  a horizontal  line  is  drawn  through 
the  marked  point.  Since  the  needed  scale  is  linear,  other  lines  as  desired 
may  be  computed  and  drawn. 


CLEANING 


Cleaning  may  occasionally  become  necessary.  This  applies  particu- 
larly to  the  attachment  fittings  which  may  become  blocked  with  carbonate  or 
other  materials.  Such  material  is  usually  readily  soluble  in  water  so  periodic 
rinsing  in  a container  of  water  is  normally  sufficient.  This  may  be  done 
without  detaching  those  components  which  are  fastened  to  the  tubing. 

If  a significant  amount  of  liquid  collects  in  the  filter  chamber 
this  should  be  emptied,  and  the  beads  should  be  washed  in  distilled  water 
and  replaced.  This  may  be  done  by  first  lifting  each  chamber  out  of  its 
compartment  (removal  of  the  back  panel  of  the  structure  may  be  necessary  or 
convenient),  and  removing  the  bottom  stopper.  The  beads  may  be  caught  in  a 
container  and  washed.  When  the  beads  are  relatively  dry  they  may  be  poured 
back  into  the  chamber  by  tilting  the  bottom  of  the  chamber  upward  and  using 
a suitable  funnel.  The  bottom  of  the  funnel  stem  should  reach  beyond  the 
opening  of  the  gas  entry  tube  to  avoid  beads  being  trapped  in  the  tube.  To 
avoid  the  same  problem  with  the  tube  leading  to  the  manometer,  a suitable 
wire  may  be  inserted  into  this  tube  through  the  bottom  of  the  chamber  before 
the  funnel  is  put  in  place.  When  the  beads  have  been  inserted  and  the  funnel 
removed,  the  cylinder  may  be  held  in  a nearly  horizontal  position  while  the 
wire  is  slowly  withdrawn  and  the  stopper  replaced. 

An  important  cleaning  task  may  arise  if  the  hypodermic  needles 
become  partly  blocked.  This  causes  the  readings  given  during  use  of  the 
channel  to  be  higher  than  normal  and  may  be  readily  identified  by  interchang- 
ing channels  on  a given  cell  and  comparing  the  readings  (or  by  using  a reference 


UNCLASSIFIED 


UNCLASSIFIED 


cell  and  a known  charge  current) . The  hypodermic  needles  are  normally 
supplied  with  cleaning  wires  which  may  be  inserted  several  times  to  dislodge 
blockages.  It  may  also  be  advisable  to  periodically  clean  the  needles  by 
using  a syringe  to  force  distilled  water  through  them. 
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APPENDIX  I 


PROVISIONAL  PARTS  LIST* 


1.  Nalgene  Quick  Disconnects  (Fisher  //15-315A) 

2.  Ni/Cd  cell  vent  caps  with  rubber  rings 

3.  Hypodermic  Needles  (45  LNR)  22  gauge  x 2 1/2  inches.... 

4.  Glass  Beads,  3 mm  diameter  (Fisher  //11-312A) 

5.  Rubber  Stoppers,  #4 

6.  Glycerine 

7.  Lucite  Tube,  1"  O.D.,  1/16"  wall  thickness 

8.  Lucite  Tube,  1/4"  O.D.,  l/16"wall  thickness 

9.  Lucite  Tube,  3/8"  O.D.,  1/16"  wall  thickness 

10.  Gauge  Oil 

11.  Rubber  Tubing,  11/16"  O.D.,  3/32"  wall  thickness.  Amber 

Natural  Rubber 

12.  Tygon  Tubing,  3/8"  O.D.,  1/16"  wall  thickness,  Amber 


Natural  Rubber 

13.  Lucite  Sheet,  1/2"  thick Approx 

14.  Lucite  Sheet,  1/4"  thick Approx 

15.  Lucite  Sheet,  1/8"  thick Approx 


16.  High  Density  Polyethylene  tubing  5/16"  O.D 

17.  Shirrif  Orange  food  color  (available  in  food  stores) 

18.  Salada  Green  food  color  (available  in  food  stores).. 


20 

only 

20 

only 

40 

only 

3 

1/2  lb. 

40 

only 

1 

pint 

18 

ft. 

24 

ft. 

60 

ft. 

1 

oz . 

2 

ft. 

o 

oo 

ft. 

2 

ft  x 4 

ft 

1 

ft  x 2 

ft 

1 

ft  x 2 

ft 

1 

ft. 

0. 

5 ml 

0. 

5 ml 

* This  list  is  provided  for  preliminary  planning  purposes.  It  is  based  on  a 
laboratory  model  and  items  13  to  15  inclusive  are  approximate  only.  Details 
relating  to  the  construction  of  the  laboratory  model  are  presented  for 
illustrative  purposes. 
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